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Abstract

Vocoder simulations are generally adopted to simulate the elec-
trical hearing induced by the cochlear implant (CI). Our re-
search group is developing a new four-electrode CI microsys-
tem which induces high-frequency electrical hearing while pre-
serving low-frequency acoustic hearing. To simulate the func-
tionality of this CI, a previously developed hearing-impaired
(HI) hearing model is combined with a 4-channel vocoder in
this paper to respectively mimic the perceived acoustic hear-
ing and electrical hearing. Psychoacoustic experiments are con-
ducted on Mandarin speech recognition for determining param-
eters of electrodes for this CI. Simulation results show that ini-
tial consonants of Mandarin are more difficult to recognize than
final vowels of Mandarin via acoustic hearing of HI patients.
After electrical hearing being induced through logarithmic-
frequency distributed electrodes, speech intelligibility of HI pa-
tients is boosted for all Mandarin phonemes, especially for ini-
tial consonants. Similar results are consistently observed in
clean and noisy test conditions.

Index Terms: vocoder simulation, Mandarin speech recogni-
tion, cochlear implant, hearing impaired model

1. Introduction

Cochlear implants (CI) have been successfully used to help
severely hearing-impaired patients and auditory aging people
by electrically stimulating the auditory nerves [1]. Neverthe-
less, intrusively implanting electrodes into the cochlea would
increase the risk of losing the residual acoustic hearing and hav-
ing bacterial meningitis [2]. To avoid these risks, our research
group is developing a novel CI microsystem which places four
electrodes on the bone surface of the cochlea [3]. The round
window of the cochlea is not pierced during the surgery such
that the acoustic hearing is preserved. This novel CI microsys-
tem will provide high-frequency electrical hearing to the user
while preserving his own acoustic hearing. It is suitable for
people with high-frequency hearing loss most probably due to
aging.

In this paper, we conduct psychoacoustic experiments on
Mandarin speech recognition to test the feasibility of our CI
microsystem. All experiments are under the paradigm of coex-
istence of high-frequency electrical hearing and low-frequency
acoustic hearing. In our previous work, we developed a person-
alized hearing-impaired (HI) hearing model, which simulates
acoustic hearing of a HI patient, in the filterbank framework [4].
This model has been validated with hearing test data from 4 HI
patients. In other words, normal people hear speech processed
through the personalized model would report similar speech in-

Copyright © 2017 ISCA

tschi@mail.nctu.edu.tw,

196

e430013@yahoo.com.tw

telligibility scores as that HI patient. The parameters of the
personalized model are hearing thresholds, degrees of loud-
ness recruitment and reductions of frequency resolution. Hear-
ing thresholds and degrees of loudness recruitment are encoded
by the minimum audible levels (MALs) in each subband, and
reductions of frequency resolution are encoded by the broad-
ened factors (BFs) of cochlear filters. Combining this model
and a vocoder, we are able to evaluate the proposed CI system
by conducting psychoacoustic experiments on normal-hearing
(NH) subjects. In this paper, two sets of personalized parame-
ters from patients in [4] are selected because the high-frequency
MALs of these two patients are very high. In other words, these
two patients severely suffer from high-frequency hearing loss.

Vocoder-based simulations have been extensively used to
predict the performance of speech recognition for CI patients
by imitating the electrical hearing received by patients [2, 5, 6].
During experiments, NH subjects are asked to recognize speech
processed by a vocoder synthesizer, which is similar to the
speech processor of the CI. The simulation results shall pro-
vide important pre-assessment information to doctors before di-
rectly conducting experiments on patients. Similarly, we eval-
uate the novel CI mentioned above by vocoder-based simula-
tions in this paper. Based on the location setting of the 4 elec-
trodes of this CI, we process the speech signal using a high-
frequency vocoder instead of an all-frequency vocoder since the
low-frequency acoustic hearing is preserved. Although the cov-
ered frequencies are different, we implement the vocoder based
on the four-channel vocoder in [6]. We evaluate three spec-
tral analysis strategies for the vocoder: linear-frequency dis-
tributed, logarithmic-frequency distributed, and low-map-high-
frequency arrangement. The low-map-high-frequency arrange-
ment means the low-frequency contents of speech are modu-
lated to high frequency. These strategies affect the deployed
locations of electrodes and speech coding procedures of the
CI. The noise vocoder is often used to simulate CI-processed
speech [7, 8]. Therefore, we also adopt the noise vocoder in our
simulations.

Mandarin is a tonal language. It has four main tones, each
of which has a unique fundamental frequency (FO) contour.
These tones are helpful for distinguishing the word [9]. Al-
though the tone recognition performance tends to be poor in
most of the patients using conventional CIs [10], it should not
pose a problem to our novel CI since patient’s acoustic hearing
is preserved. Simulations to mimic the acoustic hearing of HI
patients show the tone recognition rates are higher than 90%
[4]. Therefore, we only focus on intelligibility of phonemes.
Since several studies discussed the intelligibility of vowel and
consonant separately [11, 12], we follow their analysis meth-
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ods to investigate the intelligibility improvement for vowel and
consonant separately by using our novel CI.

The rest of this paper is organized as follows. In Section
2, we describe key elements of the psychoacoustic experiments.
Experiment results are given and analyzed in Section 3. Con-
clusions and some discussions are given in Section 4.

2. Methods
2.1. Subjects and test materials

Nine normal-hearing native speakers (20-24 yrs old, 6 males
and 3 females) were recruited for the Mandarin intelligibility
tests. Each subject was asked to write down the words they
heard. Each word was later divided into a vowel and a conso-
nant. The sound of each word can be played repeatedly during
tests.

In our experiments, five 25-Mandarin-word lists (Al,
A2, B1, B2 and B3) in [13] were used for word recogni-
tion tests. Each Mandarin monosyllable word consists of
three elements: two phonemes (initial consonant and final
vowel) and a tone. Because recognition rates of tone are
very high for processed speech by personalized HI hearing
models [4], we only report intelligibility scores of vowel
and consonant in this study. The intelligibility score was
calculated as the ratio of the number of correctly identi-
fied vowels/consonants to the total number of played vow-
els/consonants. The sounds of all 125 Mandarin words for our
listening tests were produced from the website (http://stroke-
order.learningweb.moe.edu.tw/home.do?rd=72) developed by
the Ministry of Education of Taiwan for learning Mandarin. All
sounds were downsampled to 16 kHz sampling frequency and
normalized to equal power. There were 5 test conditions: clean,
with speech-spectrum shaped noise (SSN) of 0 and 4 dB SNR,
with two-talker speech (TTS) maskers of 3 and 7 dB SNR.

2.2. Signal processing

All test sounds were processed through two parallel modules:
the HI hearing model, which simulates the preserved acoustic
hearing, and the vocoder, which simulates the provided elec-
trical hearing. The block diagram of the process is shown in
Fig. 1. Two processed signals from two parallel modules were
summed together to generate final output speech for listening
tests.

For the part of the HI hearing model, two sets of personal-
ized parameters including MALs and BFs in Table 1 were used.
These two patients (P1 and P3 in [4]) were selected because
their high-frequency hearing is severely damaged such that they
are better candidates for using our novel CI than the other pa-
tients. For the part of vocoder, input speech was passed through
4 band-pass filters (BPF 1 ~ 4) distributed between 4000 and
8000 Hz. This frequency range was our hypothetical target for
electrical stimulations. The envelope in each subband was ex-
tracted using a full-wave rectifier followed by a eight-order But-
terworth low-pass filter (LPF) with the cut-off frequency of 400
Hz. Next, the white noise was band-pass filtered by the same
BPF 1~ 4 to generate the four band-limited white noise car-
riers for carrying the extracted envelopes. All the amplitude-
modulated noise signals from all BPFs were summed together
to synthesize the high-frequency vocoded stimulus. Finally,
the two processed speech signals from the HI model and the
vocoder were combined to generate the output signal for listen-
ing tests.

Three kinds of spectral coverages of the vocoder BPFs, the
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Figure 1: Block diagram to generate test speech signals. The
top branch comprises the HI hearing model, and the rest con-
sists of a 4-channel high-frequency vocoder.

White noise

Table 1: MALs (in dB) and BF's of the better ear of patient 1
and patient 3 from [4].

MAL: (in dB)
Subjects | Age 250 | 500 | 1000 | 2000 | 4000
Hz | Hz Hz Hz Hz
P1 27 35 40 60 70 70
P3 36 50 50 40 65 90
BFs
Subjects 500 Hz 1000 Hz 2000 Hz
P1 2.85 3.29 3.19
P3 3.2 2.95 4.66

logarithmic spacing (LOG), the linear spacing (LIN) and the
low-map-high-frequency arrangement (LMH), were tested. For
the LOG setting, 4 Butterworth filters were used with the center
frequencies of 4367, 5199, 6182 and 7343 Hz and the band-
width of 1/4 octave. For the LIN setting, 4 Butterworth fil-
ters were used with the center frequencies of 4500, 5500, 6500,
7500 Hz and the bandwidth of 1000 Hz. The same BPFs were
used for extracting envelopes and generating carriers in both
LOG and LIN settings. For the LMH setting, the BPFs for en-
velope extraction were centered at 1000, 3000, 5000 and 7000
Hz with the bandwidth of 2000 Hz to cover the whole speech
spectrum, while the BPFs for generating carriers were the same
BPFs in the LIN setting.

2.3. Psychoacoustic experiment procedures

Two sets of psychoacoustic experiments, simulations for de-
termining spectral coverages of the BPFs and simulations for
measuring vowel/consonant intelligibility improvement, were
administered. For spectral coverage experiments, each subject
participated in a total of 8 tests [ = 2 personalized HI models x
(no vocoder + vocoder with 3 spectral coverages)]. For intelligi-
bility improvement experiments, each subject participated in a
total of 16 tests [ = 2 personalized HI models x 2 types of noise
x 2 SNRs x 2 conditions (no vocoder + vocoder with the op-
timal spectral coverage)]. In each test, one 25-Mandarin-word
list was randomly selected for generating test signals. From the
results of the first set of 8 tests, we chose the optimal spectral
coverage for the second set of 16 tests. That is, each subject
were asked to recognize 200 and 400 words in the first and the
second set of tests. During each set of tests, all processed words
were randomly shuffled before presented to each NH subject via
an AKG k702 headset in a semi-anechoic chamber (with a solid
floor) at a comfortable volume between 65 dB and 75 dB SPL.
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Figure 2: Average recognition scores of phoneme (including
vowel and consonant) for various types of spectral coverages
using parameter sets of HI patient P1 (top panel) and P3 (bot-
tom panel). +1 standard deviation are superimposed on the
bars. "HI’ is short for the hearing-impaired hearing model. The
"LOG’, ’LIN’ and ’LMH’ respectively denote vocoders with log-
arithmic spacing, linear spacing and low-map-high arrange-
ment. Asterisks "%’ are placed on top of the bars whose scores
are significantly (p<0.05) higher than scores of the condition
of using HI model in paired comparisons.

3. Experiment Results

3.1. Simulations for determining spectral coverages of the
BPFs

The average recognition scores of phoneme (including vowel
and consonant) for testing spectral coverages are shown in Fig-
ure 2. For statistical analysis, all recognition scores were further
transformed to rational arcsine units (RAU) as the dependent
variables by using rational arcsine transform [14]. The type of
spectral coverage is the within-subject factor for statistical sig-
nificance analysis.

Recognition scores for parameter sets of HI patient P1
are shown in Fig. 2 (a). The one-way analysis of variance
(ANOVA) with repeated measures indicated significant effect
from spectral coverage (F'[3,32]=9.33, p=0.001). Post hoc anal-
ysis for paired comparison between each spectral coverage and
HI model only showed that the scores of HI model combined
with either the LOG or the LIN vocoder were significantly (both
p<0.005) higher than those of the condition of HI model only.
In contrast, the scores of HI model combined with the LMH
vocoder were no significantly (p=0.2604) different from those
of HI model condition.
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Figure 3: Average recognition scores for vowel/consonant in
each noise condition using the hearing models of patient P1
(top panel) and P3 (bottom panel). £1 standard deviation are
superimposed on the bars. The ’con. and ’'vow.” are respec-
tively denote recognition scores for consonants and vowels. The
LOG vocoder was used in this set of experiments. Asterisks
"%’ are placed on top of the bars whose scores are significantly
(p<0.05) higher than scores of the condition of using HI model
only.

Recognition scores for parameter sets of HI patient P3 are
shown in Fig. 2 (b). Similarly, the one-way ANOVA with re-
peated measures indicated significant effect from spectral cov-
erage (F'[3,32]=5.87, p=0.0026). Post hoc analysis for paired
comparison only showed that the scores of HI model combined
with the LOG vocoder was significantly (p<0.005) higher than
those of the condition of HI model only. The scores of HI model
combined with either the LIN or LMH vocoder were no sig-
nificantly (p=0.553, and p=0.1935) different from those of HI
model condition.

3.2. Simulations for measuring vowel/consonant intelligi-
bility improvement

From the spectral coverage experiments, the LOG vocoder was
consistently shown beneficial to recognize phoneme. Therefore,
only the LOG vocoder was adopted in this set of experiments.
The average recognition scores for vowel and consonant in all
noise conditions are shown in Figure 3. For statistical analy-
sis, all recognition scores were further transformed to rational
arcsine units (RAU). The SNR, phoneme type (vowel or con-
sonant) and the vocoder presence are the three within-subject
factors for statistical significance analysis. The scores of two
groups of noise, SSN group (Clean, SSN 4dB and SSN 0dB)
and TTS group (TTS 7dB and TTS 3dB), were discussed sepa-
rately.



Recognition scores for parameter sets of HI patient P1 are
plotted in Fig. 3 (a) against noise conditions. In the SSN
group, the three-way ANOVA with repeated measures indi-
cated significant effects from SNR (F'[2,98]=6.07, p<0.005),
phoneme type (F'[1,98]=36.16, p<0.0005), and vocoder pres-
ence (F'[1,98]=264.99, p<0.0005). The analysis also showed
a non-significant interaction between SNR and phoneme type
(F'[2,98]=33.5, p=0.7343), a non-significant interaction be-
tween SNR and vocoder presence (F'[2,98]=2.23, p=0.1134)
and a significant interaction between phoneme type and vocoder
presence (F'[1,98]=33.57, p<0.005). Post hoc analysis of
paired comparisons (with vocoder presence) showed that the
scores by adding vocoder stimuli were significantly (p<<0.005)
higher than those without vocoder stimuli for consonant. Very
similar to results in the SSN group, the three-way ANOVA
with repeated measures also indicated significant effects from
SNR (F[1,65]=8.4, p<0.05), phoneme type (F'[1,65]=36.75,
p<0.0005), and vocoder presence (F'[1,65]=171.21, p<0.0005)
in the TTS group. The analysis also showed a non-significant
interaction between SNR and phoneme type (F[1,65]=1.1,
p=0.2983), a non-significant interaction between SNR and
vocoder presence (F'[1,65]=0.04, p=0.8351) and a signifi-
cant interaction between phoneme type and vocoder presence
(F'[1,65]=34.75, p<0.005). Post hoc analysis of paired com-
parisons (with vocoder presence) showed that the scores with
vocoder stimuli were significantly (p<<0.005) higher than those
without vocoder stimuli for consonant.

Recognition scores for parameter sets of HI patient P3 are
plotted in Fig. 3 (b) against noise conditions. In the SSN
group, the three-way ANOVA with repeated measures indi-
cated a significant effect from SNR (F'[2,98]=10.41, p<0.005),
phoneme type (F'[1,98]=21.97, p<0.0005), vocoder presence
(F'[1,98]=209.34, p<0.0005), a non-significant interaction be-
tween SNR and phoneme type (F'[2,98]=1.53, p=0.2212), a
significant interaction between SNR and vocoder presence
(F'[2,98]=6.89, p<0.005) and a non-significant interaction be-
tween phoneme type and vocoder presence (F'[1,98]=1.98,
p=0.1627). Post hoc analysis of paired comparisons (with
vocoder presence) showed that the scores by adding vocoder
stimuli were significantly (p<0.005) higher than those with-
out vocoder stimuli for consonant. Similar to results in the
SSN group, the three-way ANOVA with repeated measures in-
dicated a significant effect from SNR (F[1,65]=7.36, p<0.05),
phoneme type (F'[1,65]=20.81, p<0.0005), vocoder presence
(F[1,65]=115.04, p<0.0005) in the TTS group. The analy-
sis also showed a non-significant interaction between SNR and
phoneme type (F'[1,65]=1.28, p=0.2619), a non-significant in-
teraction between SNR and vocoder presence (F'[1,65]=1.72,
p=0.1939) and a non-significant interaction between phoneme
type and vocoder presence (F'[1,65]=0.05, p=0.8317). Post hoc
analysis of paired comparisons (with vocoder presence) again
showed that the scores with vocoder stimuli were significantly
(p<0.005) higher than those without vocoder stimuli for conso-
nant.

4. Discussions and Conclusions

We conducted psychoacoustic experiments to predict the ef-
fects of acoustic hearing preserved CI by combining the hear-
ing model of the HI patient and the high-frequency vocoder.
The hearing model of the patient was used to simulate the pre-
served acoustic hearing while the vocoder was used to simu-
late the electrical hearing provided by the CI. We investigated
three types of spectral arrangements for the vocoder and found
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the logarithmic arrangement of the BPFs significantly boosts
the phoneme recognition rates of the two simulated HI patients.
Results from the LMH arrangement demonstrated that warping
the spectral distribution of envelope cues provides no benefit for
recognizing phoneme.

Results of the second set of simulations, which assess
vowel/consonant intelligibility improvement, showed that intel-
ligibility scores of consonant were originally lower than scores
of vowel with the HI model engaged. These results are not sur-
prising since the selected patients have severe hearing loss in
high frequencies, which affect consonants a lot more than vow-
els. Using the high-frequency LOG vocoder, a significant in-
telligibility boost for consonant was almost observed in each of
the test conditions. On the other hand, intelligibility scores of
vowel were originally high such that the benefit of using the
LOG vocoder was not obvious for vowel. Overall speaking, in-
telligibility scores of phoneme were improved by utilizing the
LOG vocoder.

In conclusion, this study uses vocoder-based simulations to
predict phoneme intelligibility improvement by our novel CI
can be expected. It validates the advantage of the acoustic hear-
ing preserved CI. In addition, the HI hearing model plays an
important role in those simulations which require the preserved
acoustic hearing of the HI patient.
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